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3.FRONT PANEL DESCRIPTIONS

3-7 2.5 mm  jack
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4. MEASURING  PROCEDURE
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in following places: explosive areas, 
near water, oil, dust, or chemicals, 
areas where temperature is too high.

6. FLASH TUBE REPLACEMENT
when reading is displayed but unit is 
not flashing, the tube might be 
needed to be replaced.

7.  AUTO  STOP   FLASHING
The strobe light of stroboscope will  
stop  flashing about 5 minutes  after  
power  on  the  stroboscope in order 
to prolong  lifetime of strobe light.  
To make it work again, one have to 
power off the stroboscope and power 
it on again.

images  should appear.
4.6  While measuring, use the 

RANGE button to select the 
range as desired.  The Low range 
is used for measurements below 
2,500 RPM (for E type) or 5,000 
RPM (for A to D type). At low 
range, flashing light is much 
brighter.

4.7 Use the Ext/Int  button to select 
the external trigger or internal 
trigger way as desired. 

5.NOTES
5.1 This device causes moving 

objects to appear still . Take 
precautions against accidental 
contact with moving objects.

5.2  Do not look at the emitted light 
for long periods of time; it can be 
harmful to the eyes.

5.3  Do not touch the flash tube.
5.4  Do not operate or store instrument




